Baclofen overdose from possible intrinsic malfunction of SynchroMed II pump.
This is a case report illustrating an overdose of baclofen in a 10-year-old boy due to a likely malfunction of a SynchroMed II pump. This ultimately necessitated a pump replacement. One-year follow-up showed no further incidents of baclofen overdose, with multiple pump refills.